Featured Application: The research results of this paper could be used to improve the measuring accuracy of the transit-time ultrasonic flowmeter. Abstract: Ultrasonic wave carries the information for flowing velocity when it is propagating in flowing fluids. Flowrate can be obtained by measuring the propagation time of ultrasonic wave. The principle of transit-time ultrasonic flowmeters used today was based on that the velocity is uniform along the propagation path of the ultrasonic wave. However, it is well known that the velocity profiles in a pipe are not uniform both in laminar flow and turbulent flow. Emphasis on the effects of velocity profiles across the pipe on the propagation time of ultrasonic wave, theoretical flowrate correction factors considering the real velocity profile were proposed for laminar and turbulent flow to obtain higher accuracy. Experiment data of ultrasonic flowmeter and weighting method are compared to verify the proposed theoretical correction factors. The average relative error of proposed correction factor is determined to be 0.976% for laminar flow and 0.25% for turbulent flow.
Introduction
Flow measurement is necessary in engineering field for fluid metrology and process control [1, 2] . A variety of flow measurement techniques were invented, such as differential pressure flowmeter [3] , float flowmeter [4] , volumetric flowmeter [5] , electromagnetic flowmeter [6] , and vortex shedding flowmeter [7] . However, the common disadvantage of these flow measurement techniques is that the fluid properties are tightly restricted due to direct contact with the flowmeters. In order to overcome the above disadvantage, non-contact ultrasonic flowmeter was developed, which is immune to temperature, causticity, and conductivity of measured fluid [8] .
There is a great variety of ultrasonic flowmeters for measurement of liquid and gas flow [9] [10] [11] [12] . Today, ultrasonic flowmeters utilize clamp-on and wetted transducers, single and multiple paths, paths on and off the diameter, passive and active principles, contra-propagating transmission, reflection (Doppler), tag correlation, vortex shedding, liquid level sensing of open channel flow or flow in partially-full conduits, and other interactions. Due to the simplicity of the measurement principle, the ultrasonic transit-time method is one of the most common techniques in industrial applications. Flowrate measurement using the ultrasonic transit-time method is based on the apparent difference of the sound velocity in the flow direction and in the opposite direction [13, 14] . It was pointed out in reference [15] that the transit-time ultrasonic flowmeter has a relatively high uncertainty, approximately 5%. The uncertainty is mainly caused by three factors, the first is the installation method of transducers; the second is the measurement of transit time, especially for pipe with a small inner diameter; the last is Appl. Sci. 2019, 9, 1648 2 of 11 velocity distribution across the pipe [16] . A large amount of studies have been carried out to reduce the uncertainty caused by these three reasons [17] [18] [19] [20] . For the first reason, Mahadeva et al. [21, 22] improved measurement accuracy by changing the distance between transducers. Rajita et al. [23] indicated that multipath ultrasonic flowmeters can provide more accurate flow velocities than a single path. For the second reason, several research focused on developing new algorithms to obtain more accurate time differences [24] . And high time resolution electronic components have significant progress in recent years to achieve nanosecond measurement of transit time. However, there is a limited amount of information available on the effect of velocity profile on the measurement uncertainty. Looss et al. [13] have proved that the flow rate is overestimated by the effects of the assumption of uniform velocity distribution, and a correction factor is obtained empirically based on numerical simulation results for fully developed turbulence. Zheng et al. [25] gave a correction factor for the transition region with Reynolds number in the range of 2000-20000 based on experiment results by Particle Image Velocimetry (PIV) measurement. Little attention was paid to obtain correction factor for transit time ultrasonic flowmeter through theoretical analysis.
In this paper, we put emphasis on the effects of velocity profiles across the pipe on the time of ultrasonic wave propagation. Theoretical correction factors for transit-time ultrasonic flowmeters were proposed for laminar and turbulent flow to improve measurement accuracy. Flow measurement experiments were performed for laminar and turbulent flow, respectively, and experiment data of ultrasonic flowmeter and weighting method are compared to verify the proposed theoretical correction factors.
Methodology
In transit-time type ultrasonic flowmeter, the two transducers can be arranged in W-type, V-type or Z-type, as shown in Figure 1 . The difference between any of the two types is the propagation distance of ultrasonic wave. The W-type and V-type arrangement have longer distance, which will result in a longer time to be detected. So that the measurement accuracy could be improved. However, their measuring principle is the same, that is, one transducer works as transmitter and the other as a receiver, and the transmit time from one transducer to the other will reflect the flowing velocity of the fluid. Therefore, in order to make it easier for understanding, the Z-type is discussed in this paper. Additionally, the final results can be used for W-type and V-type.
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where L is the propagation distance of ultrasonic wave from transducer P1 to P2, c is the sound speed in the fluid, u is the velocity of the fluid, and θ is the angle between the directions of fluid flowing and wave propagation.
Similarly, when ultrasonic wave propagates upstream from transducer P2, its propagation speed will subtract the velocity projection of fluid in the direction of propagation. Therefore, the propagation time for upstream signal from P2 to P1 will be = −
Eliminating the propagation speed of ultrasonic wave from Equation (1) and (2), the velocity of fluid can be expressed as
If the flow is axially uniform, the flowrate in the pipe can be estimated by measuring the transit times of downstream signal T1 and upstream signal T2, expressed as 2 1 cos cos
However, the velocity distribution across the pipe is not uniform. The variation in velocity will have effects on the propagation of ultrasonic wave. Thus, Equation (4) where dL is the propagation distance of ultrasonic wave across the thin layer.
According to geometric relation, we have When the ultrasonic wave propagates downstream from transducer P 1 , its propagation speed will be coupled with the velocity projection of fluid in the direction of propagation. Therefore, the propagation time for downstream signal from P 1 to P 2 will be
where L is the propagation distance of ultrasonic wave from transducer P 1 to P 2 , c is the sound speed in the fluid, u is the velocity of the fluid, and θ is the angle between the directions of fluid flowing and wave propagation. Similarly, when ultrasonic wave propagates upstream from transducer P 2 , its propagation speed will subtract the velocity projection of fluid in the direction of propagation. Therefore, the propagation time for upstream signal from P 2 to P 1 will be
Eliminating the propagation speed of ultrasonic wave from Equations (1) and (2), the velocity of fluid can be expressed as
If the flow is axially uniform, the flowrate in the pipe can be estimated by measuring the transit times of downstream signal T 1 and upstream signal T 2 , expressed as
However, the velocity distribution across the pipe is not uniform. The variation in velocity will have effects on the propagation of ultrasonic wave. Thus, Equation (4) can be used only within a very thin layer of fluid. Then,
where dL is the propagation distance of ultrasonic wave across the thin layer. According to geometric relation, we have
where, dr is the thickness of the thin layer.
Appl. Sci. 2019, 9, 1648 4 of 11 Substituting Equation (6) into Equation (5), the transit times must be expressed as
where R is the radius of the pipe. Introducing a dimensionless radius s = r R , then
Re-written as
where c is the sound speed; K = c u m cos θ .
Laminar Flow
For laminar flow in a pipe, the velocity profile will be
Substitute into Equation (9), we get
Finally, we have
For a laminar flow, the flowrate can be expressed as Q = πR 2 u m 2 . Then, it is easy to get the flowrate for laminar flow from Equation (14)
Equation (15) clearly indicates the effect of velocity profile on the flowrate measured. If the effect of velocity distribution is neglected, the velocity u in Equation (4) is considered to be a constant, then
Since c 2 >> u 2 cos 2 θ and L = 2R sin θ , then
Appl. Sci. 2019, 9, 1648 5 of 11 Therefore, the flowrate will be
Comparing Equation (15) with (18), it is found that Q = 3 4 Q 0 . That is to say, the flowrate Q 0 measured with an ultrasonic flowmeter without considering the effect of velocity profile in the pipe should be multiplied by 3/4, in order to get the real flowrate.
Turbulent Flow
For the turbulent flow in a pipe, the velocity profile will be
where, the exponent n depends on Reynolds number, as shown in Table 1 [19, 26] . Substitute Equation (19) into (9), we get
Because K 2 >> (1 − s) 2/n , we finally obtain
The flowrate for turbulent flow is
If the effect of velocity distribution is neglected, the velocity u in Equation (9) is considered to be a constant, u = u m , then
Because K 2 >> 1, we finally obtain
Therefore, the flowrate will be
Comparing Equation (22) with (25), it is found that
Since the exponent n depends on Reynolds number, the effect of turbulent velocity profile will also depends on the Reynolds number.
Correction Factors for Measurement with Ultrasonic Flowmeter
For a laminar flow, it is easy to see from Equations (15) and (18) that the laminar correction factor will be 0.75. That is to say, the real flowrate is the result of multiplying the reading flowrate by the correction factor.
However, it is not so easy to get the final result for a turbulent flow because the correction factor is not a constant in this case. From Equation (26) , the correction factor for a turbulent flow will be
The relationship between the exponent n and the Reynolds number in Table 1 can be expressed as
The Reynolds number depends on the real flowrate Q, as follows
The relationship between real flowrate and the reading flowrate Q 0 is
The real flowrate can be obtained from the simultaneous solution of the above Equations (28) to (30). Figure 3 gives the correction factor for a turbulent flow.
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Experiment
In order to verify the above analytical results, experiments were carried out at two testing systems, as shown in Figures 4 and 5 . Figure 4 is a Reynolds' apparatus, with which accurate results can be obtained when the Reynolds number is low. In order to keep the head of the upper tank be a constant, a stabilizing plate and an overflow plate are set. The head is 0.4 m. The experimental tube is made of organic glass with an inner diameter of 14mm. Therefore, the maximum Reynolds number with this apparatus will be about 1.7 × 10 5 .
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In order to verify the above analytical results, experiments were carried out at two testing systems, as shown in Figures 4 and 5 . Figure 4 is a Reynolds' apparatus, with which accurate results can be obtained when the Reynolds number is low. In order to keep the head of the upper tank be a constant, a stabilizing plate and an overflow plate are set. The head is 0.4 m. The experimental tube is made of organic glass with an inner diameter of 14mm. Therefore, the maximum Reynolds number with this apparatus will be about 1.7 × 10 5 . Since the Reynolds' apparatus could not reach a higher Reynolds number, a performance testing system for centrifugal pump is used, as shown in Figure 5 . The rated flowrate of the centrifugal pump in the system is 65 m 3 /h, and the inner diameter of the experimental pipe is 50.8 mm. The maximum Reynolds number with this system can be as high as 4.24 × 10 5 . The Reynolds number can be easily adjusted by the regulating valves in both systems. Flowrate was measured by a TDS-100H portable ultrasonic flowmeter and by the weight of water flowing out of the pipe within a certain time interval. Table 2 gives the results of flowrate measurement at the Reynolds' apparatus. The flowrate Q 1 is measured by the ultrasonic flowmeter, while Q 2 is measured by the weight discharged within a certain period of time. The flowrate ratio Q 2 :Q 1 is the measured correction factor. The relative error (δ 1 ) defined in Equation (31), is used to evaluate the difference between theoretical correction factor and measured data, where k indicates the theoretical correction factor. From Equations (15) and (18), it is clearly indicated that the theoretical correction factor for laminar flow is 0.75. It can be seen from Table 2 that the flowrate ratios (β) are in range of 0.737 to 0.764, the average value of β is 0.747. The average relative error is 0.976%, and the maximum relative error is 1.931%, which is in good agreement with the experiment result. The last line in Table 2 is in the transition zone from laminar flow to turbulent flow, and the correction factor is a little bit larger than 0.75, which is caused by the gradual changing of velocity profile from laminar flow to turbulent flow. Table 3 gives the results of flowrate measured at the performance testing system for centrifugal pumps. The Reynolds numbers are from 4311 to 422102. The theoretical turbulent flow correction factor (k t ) is calculated by Equation (27). The average relative error is 0.25% and maximum error is 1.178%. Therefore, the theoretical correction factor is reliable. 
Results

Verification
δ 1 = k − β k × 100% (31)
Uncertainty Analysis
The flowrate obtained by the weighing method is regarded as the standard to evaluate the measurement results of the ultrasonic flowmeter. Therefore, the experiment uncertainty of weighting method is analyzed and results for laminar and turbulent flow are shown in Tables 4 and 5 , respectively. Collected time is controlled by an electronic timer, the uncertainty of time is 10ms. Collected mass is weighed by an electronic scale, the uncertainty of mass is 1 g. The standard relative uncertainty of time is from 0.017% to 0.200%; from 0.001% to 0.233% of mass. The combined uncertainty is from 0.019% to 0.233%. The expanded uncertainty has been reported at k = 2, which from 0.039% to 0.466%. 
Conclusions
The effect of velocity profiles across the pipe on the propagation time of ultrasonic wave is considered for transit-time ultrasonic flowmeters. Theoretical correction factors were proposed to improve measurement accuracy. For laminar flow, the correction factor is a constant of 0.75. For turbulent flow, the correction factor varies with Reynolds number, show as Equation (27). Flow measurement experiments were performed for laminar and turbulent flow respectively, and experiment results showed that the proposed correction factors agree well with measured correction factors. The average relative error is determined to be 0.976% for laminar flow and 0.25% for turbulent flow. 
